[Problem of standardization in colorectal ESD].
Colorectal ESD (endoscopic submucosal dissection) has enabled detailed pathological search even for large colorectal tumor was difficult to treat in EMR (endoscopic mucosal resection). However, colorectal ESD has the technical difficulty, because accidental complication is high compared to the EMR, but is becoming safer, being established along with ingenuity procedure, the improvement of the endoscopic peripheral device. The difficulty to treat cases of fibrosis, deployment difficulties submucosa, confrontation lesions, operability failure of the endoscope, and the impact of heart beat and respiratory variation are problem of standardization in colorectal ESD.